Correction for nonlinearity and polarization-dependent sensitivity in the detection system of rotating analyzer ellipsometers.
Systematic errors due to nonlinearity and polarization-dependent sensitivity in the detection system of rotating analyzer ellipsometers are described. Post Fourier analysis procedures for detection and correction of these effects are presented.